Measurement of the estradiol receptor in human breast tissue by the immobilized antibody method.
A simple immobilized antibody procedure for estradiol receptor detection has been applied to samples of human breast tissue cytosols previously assayed by the charcoal-dextran method. Good agreement between the two procedures was realized confirming the validity of the immobilized antibody assay.